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Context	  
In	  Walloon	  Region	  (Southern	  Belgium),	  ﬁve	  rou8ne	  soil	  laboratories	  are	  grouped	  within	  a	  network	  promo8ng	  a	  be?er	  
quality	   in	   analysis	   (www.requasud.be).	   The	   harmoniza8on	   of	   protocols	   as	   well	   as	   methodological	   or	   technical	  
prospec8ve	  are	  realized	  under	  scien8ﬁcally	  supervision	  of	  our	  research	  laboratory.	  
In	  this	  context,	  a	  study	  was	  conducted	  to	  evaluate	  the	  ability	  of	  the	  NIRS	  to	  predict	  some	  soil	  proper8es:	  CEC,	  TOC,	  TN	  
and	  clay	  content	  (Genot	  et	  al.,	  2011).	  The	  ini8al	  models	  were	  elaborated	  upon	  local	  PLS	  regression	  on	  set	  of	  1	  300	  soil	  
samples.	   The	   local	   PLS	   calibra8on	  used	  allows	  an	  accurate	  predic8on	   	  of	   the	   soil	   proper8es	   and	  precision	  of	  NIRS	  
technique	  is	  comparable	  to	  reference	  analy8cal	  method	  (Tables	  1	  	  &	  2).	  
Towards	  an	  opera8onal	  use	  of	   the	  NIRS	   to	  predict	   the	  CEC,	  TOC,	  TN	  and	  
clay	  content	  of	  Walloon	  soil	  samples	  …	  
Step	  1	  :	  laboratories	  scanned	  the	  samples	  and	  analyzed	  the	  samples	  by	  
reference	  analysis	  
Goals	  :	  	  
•  Checking	  the	  quality	  of	  predic8on	  	  
•  Selec8ng	   the	   non-­‐predicted	   samples	   and	   samples	   diﬀerent	  
from	  the	  spectra	  database	  
•  Adding	  the	  spectra	  and	  analy8cal	  results	  in	  the	  database	  
•  Improving	  the	  predic8on	  accuracy	  
Step	  2	  :	  laboratories	  scanned	  the	  samples	  
•  If	  predic8on	   is	  accurate:	   the	  predicted	  value	   is	  used	   in	  place	  
of	  analy8cal	  one.	  
•  If	  predic8on	  is	  not	  accurate:	  the	  sample	  is	  analyzed	  in	  the	  lab	  
and	   both	   spectrum	   and	   reference	   value	   are	   added	   to	   the	  
database	  (Table	  3).	  
Transfer	  soil	  spectral	  library	  
Conclusion	  
The	  main	  conclusions	  of	  our	  study	  are:	  
(i)  Building	  a	  soil	  spectral	  library	  is	  8me	  consuming	  and	  expensive,	  but	  …	  
(ii)  The	  models	  allow	  an	  accurate	  predic8on	  of	  the	  four	  soil	  proper8es	  
(iii)  Once	  the	  models	  elaborated,	  120	  samples	  can	  be	  scanned	  in	  one	  day	  	  on	  one	  NIR	  spectrophotometer	  
(iv)  NIRS	  is	  an	  alterna8ve	  method	  in	  soil	  analysis,	  allowing	  an	  improvement	  of	  fer8lity	  advice	  and	  precision	  farming.	  
Fig.	  2:	  Loca/on	  of	  the	  calibra/on	  and	  valida/on	  sample	  
sets	  in	  the	  various	  landscape	  units	  of	  Walloon	  Region.	  Table	  1:	  Results	  of	  the	  PLS	  global	  and	  local	  regression	  models	  for	  the	  valida/on	  sample	  set	  
	  	  	  	  	  	  	  	  	  	  	  	  	  	  	  SEP	  :	  root	  mean	  square	  error	  of	  predic/on	  
	  	  	  	  	  	  	  	  	  	  	  	  	  	  RPD	  :	  ra/o	  of	  predic/on	  to	  determina/on 	  	  
Table	  2:	  Results	  of	  the	  repeatability	  and	  intra-­‐laboratory	  reproducibility	  studies	  
for	  TOC,	  T	  N,	  clay	  content,	  and	  	  CEC	  
Genot	  V.,	  Colinet	  G.,	  Bock	  L.,	  Vanvyve	  D.,	  Reusen	  Y.,	  Dardenne	  P.	  ,	  2011.	  Near	  infrared	  reﬂectance	  spectroscopy	  for	  es8ma8ng	  soil	  characteris8cs	  valuable	  
in	  	  the	  diagnosis	  of	  soil	  fer8lity.	  J.	  Near	  Infrared	  Spectroscopy,	  19,	  117-­‐138	  
Soil	  proper7es	   N	  =	  60	   Global	  model	  
Local	  model	  
Decreased	  r²	   r²	  ﬁxed	  at	  0.99	  
TOC	  (g	  100	  g-­‐1)	  
SEP	   0.50	   0.20	   0.13	  
RPD	   1.58	   3.95	   6.08	  
TN	  (g	  kg-­‐1)	  
SEP	   0.24	   0.19	   0.08	  
RPD	   0.83	   1.05	   2.5	  
Clay	  (%)	  
SEP	   4.55	   3.8	   1.82	  
RPD	   1.04	   1.24	   2.60	  
CEC	  (cmol+	  kg-­‐1)	  
SEP	   3.03	   2.59	   1.09	  
RPD	   0.78	   0.92	   2.18	  
Soil	  proper7es	   sr	  	  	  SPIR	   r	  (%)	  SPIR	   r(%)	  réf	   sR	  	  SPIR	   R	  (%)	  SPIR	  
TOC	  (g	  100g-­‐1)	   0.001	   4.5	  %	   6.5	  %1	   0.008	   10.6	  %	  
TN	  (g	  kg-­‐1)	   0.002	   4.3	  %	   7	  -­‐	  17	  %1	   0.005	   7.3	  %	  
Clay	  (%)	   0.83	   9.7	  %	   8	  .0	  %2	   1.82	   21.3	  %	  
CEC	  (cmol(+)	  kg-­‐1)	   0.19	   6.9	  %	   8	  .0	  %2	   0.81	   14.1	  %	  
Ini8al	  spectral	  library	  
©	  FOSS	  NIR	  SYSTEM	  
5000	  
1100	  –	  2498	  nm	  
Transfer	  the	  spectral	  
library	  to	  the	  new	  
master	  
spectrophotometer:	  
©	  FOSS	  XDS	  n°1	  
400	  –	  2498	  nm	  
Step	  1	  
Transfer	  the	  spectral	  library	  to	  the	  slave	  ©	  FOSS	  XDS	  n°2	  à	  6	  
XDS	  n°2	  located	  in	  the	  same	  laboratory	  and	  XSQ	  n°3	  to	  6	  located	  
in	  other	  laboratories	  












Towards	  a	  rou7ne	  used…	  methodology	  and	  results	  




Samples	  predicted	   2186	   989	   298	   1199	  





Samples	  predicted	   975	   479	   331	   597	  
%	  of	  pred.	  samples	   67	  %	   29	  %	   19	  %	   41	  %	  
Table	  3:	  Sta/s/cs	  of	  predicted	  samples	  in	  the	  network	  
SEP	  :	  0.105	  
R²	  :	  0.779	  
BIAIS	  :	  -­‐0.01	  
N	  :	  2000	  Fig.	  3:	  Results	  obtained	  to	  predict	  the	  TOC	  content	  of	  2000	  samples.	  
